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CHAPTER I 


INTRODUCTION 


oummary 


In recent years the measurement and control of phase has become of 
increasing importance to communications engineering. This is particularly 
true in the military fields where equipments such as monopulse radar, 
guided missles, radio navigational systems, and sonar gears for both 
submarines and surface ships have become highly developed. Many 
important non-military applications also exist, among which are the 
outphasing system of single sideband radio telephony and certain systems 
of commercial aircraft radio navigation. 

It has been observed that most texts on radio measurements and 
radio engineering treat the subject of phase measurement at the best 
in a prefunctionary manner, There is, however, a great deal of informa- 
tion available in the literature. This paper proposes to present a 
consolidated discourse on available information on the measurement and 
control of phase. The basic intent is to provide the student or 
engineer with enough of the theoretical and practical information on 
the subject to resolve most problems encountered, 

It was originally intended to extend the topic of phase measure- 
ment to include the microwave region. When it becomes apparent that the 
topic was going to be far too broad for a paper of this scope it was 
restricted to cover only circuits with lumped constants. Strict classi- 


fication is to be expeced also in connection with certain equipments 
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Operating in the microwave region by the nature of their operational 
uses. Unfortunately this often acts to limit discussion on basic 
principles which in themselves are unclassified; this was another reason 
for excluding microwave circuits. 

A great deal of first hand information on the practical aspects of 
phase handling circuits was obtained during a ten week industrial tour 
with the Pacific Division of the Bendix Aviation Corporation at Los 
Angeles, California. During this time numerous occasions arose in which 
a simple four terminal device which would accurately and directly measure 
the phase relationships between two voltages would have been welcomed. 

There are three general approaches to the problem of phase measure- 
ment: 1) the visual display of the signal and reference waveforms 
thereby obtaining the phase relationship by means of physical measurements 
applied to these waveforms, 2) the conversion of phase difference 
into an analog of current or voltage, and 3) the insertion of a 
calibrated phase shift in series with the signal to bring it into phase 
coincidence with the reference as noted by some phase null indicator. 

The visual methods known are restricted to single frequency 
sinusoidal signals. The concepts involved and equipment required are 
relatively simple and the accuracy obtained is not good except in 
certain special cases, 

Electronic phasemeters are not in general use. In fact, the few 
reasonably accurate phasemeters known are complex and bulky enough to 
be called stationary. All electronic phasemeters must perform one or 


more of the following functions: 
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1. Remove amplitude variations from reference and measured signal. 

2. Shift the phase of either or both reference and measured signal 
by some fixed amount. 

3. Provide for null indication at the condition of phase coinci- 
dence or be equipped with a discriminator circuit which responds 
to magnitude and sense of phase difference. 

Calibrated phase shifters are obtainable and capable of very 

accurate single frequency performance. Like the visual methods they 

are of no use for complex voltages. Also the frequency division required 
~by some of these shifters is troublesome. Their most useful applications 
are for use as standardsand in systems having a very carefully controlled 
Single frequency signal. The most important precision phase shifter is 
the goniometer, widely in use in the field of radio navigation. 

Going back to the considerations of the electronic phasemeter, in 

the last few years a tremendous amount of work has been done in fields 

of phase shift networks and phase discriminators. It is the attempt of 
this paper to present the most important data on these subjects. 
Amplitude limiting circuits have been in use for many years with few 
modifications since their applications are not numerous. Recently a 
very simple limiter circuit, the cathode coupled clipper, has been 
proposed which promises to be of importance in speed transmission systems 
and any other application where limiting is required up to one megacycle. 
Because of its simplicity and apparent superiority to any other circuit 


for phasemeter limiting operations it will be considered in some detail. 
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CHAPTER II 


VISUAL M&THODS OF PHASE MEASUREMENT 


The visual method of presentation and comparison of electrical 
signals for phase measurement is perhaps the most universally used of 
any method possible. Contrary to first impression it is not inherently 
inaccurate and in certain cases it may prove to be the most accurate 
method possible, either practically or theoretically. 

The familiar Lissajoux figure is illustrated in Figure 1. The 
following relationships are obtained from the figure 


BOC =A SB sFAGC DY hot=o 4 Sane 


hs Soc _ 


Obviously the method is most accurate at ©="’7/7 where the ellipse 
degenerates into a straight line. In this case extremely accurate com- 
parison is possible (Appendix I). This method is used again in the 
discussion of phase standards in a later chapter, 

There are two principal sources of error when the phase angle is 
not a multiple of 77 and the sine is obtained by intercept ratio. 
There are 1) observer error due to the CRO trace having appreciable 
thickness and 2) error due to deviation from an elliptical pattern 
with the presence of harmonics in the signal. Extensive mathematical 
treatment has been given to these considerations! and the theoretical 
results are shown in Figures 2 and 3. The mathematical treatment is 


quite long and, because of the nature of some of the assumptions used, 
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was adjudged to be of too little value to be included as an appendix. 

The assumptions made are that the trace is a constant thickness of lm. 

and that the observer is consistently able to read the intercept within 

an accuracy of plus or minus 0.5m. Then, as the angle of transit of 

the trace across the reference axis changes with phase angle, the effective 
intercept as measured also changes as is illustrated in Figure 4. This 
results in the theoretical error becoming a transcendental function of 
phase angle. kxperimental results show the agreement between theory 

and actual measurement to be no greater than 50% at phase angles between 
30 amd 60 degrees. 

In summary of this method it may be said that with great care in 
making observations with a 6 inch effective diameter CRO and applying 
corrections, phase angles up to 45-60 degrees can be measured with an 
accuracy of plus or minus 1 degree. Im the special case where p=nir 
the error can become negligible and phase angles as small as 0.3 
degree can be determined (Appendix I). 

A second visual method which is frequently used is simultaneous 
visual observation of two signals by means of a dual beam CRO or single 
gun CRO and electronic switch. The first method is to be preferred 
since the several electronic switches examined have a lower limit of 
switching frequency which limits the minimum frequency of tke signal 
to be examined to about 100 cycles. 

Possible sources of error in measuring phase with a dual beam CRO 
are 1) wave distortion due to non-linear sweep, 2) amplitude distortion 
in the vertical amplifier, 3) observer error in locating identical 


phase points. 
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The second of these can be easily avoided by chosing the reference 
points as the intersection of the trace with the zero deflection axis as 
established by grounding the input terminals. Clearly the steeper the 
angle of intercept of the trace with this reference axis the smaller the 
observer error. This had been previously brought out in the discussion 
of the error due to trace thickness in the Lissajoux pattern method, 
Therefore, by using maximum deflection and carefully locating the axis 
of zero deflection two of the error sources can be minimized. There 
remains only the sweep nonlinearity to be considered. 

Assume the two signals to be compared are sinusoidal and are dis-~ 
played on a dual beam CRO so adjusted to place both traces on a common 
axis. For a given signal frequency and sweep length the sweep non- 
linearity can be established as a function of the electrical angle 0, 
f£(0) say, Figure 5. Further assume that the value of the phase angle 


is established by the relationship 

fia Sb x (1-2) 
with the sweep so controlled to display one half cycle of the reference 
phase across the scope face. This is the maximum degree of expansion 
possible. 


If the sweep were exactly linear the true phase angle would be 


given in terms of the undistorted intercepts 


since 


ub'= ab +€(®) = abe f0¢) 
ac' =ac +#(@,) = ab + (T) 


and the error in measurement of the phase angle is 


10 
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To determine at what value of @ the error will be a maximum or mini- 


mum differentiate the function with respect to 
le _ om £(®) _ Len) 
Ag ac Gar ) (1-4) 


The simplest sweep deflection circuit is a sawtooth generator using 
the first portion of an exponentially varying voltage where the exponential 
is almost linear in form. In this case the equation for trace deflection 
across the scope becomes 

Xx =f (4 im gil (1-5) 
where B is some maximum deflection and T is the time constant of the 
system. Since, for any given electrical frequency and signal presentation, 


the physical deflection can be related to the electrical angle by 
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$= Tw nb asretmy | (1-6) 
This function is indeterminate in the limits, but investigation in 
the region Tw = 1 to Tw = 100 indicates @ of maximum error to beWradians 
when Tw = 30. The interpretation of this is that for Tw a 30 the error 
is approximately proportional to the value of @ and for Tw greater than 
30 the sweep approaches linearity and the error goes to zero. For values 
of Tw less than 30, @ of maximum error approaches zero. 
A minimum condition arises when f(9) - KO which can be verified by 


substitution into the error equation 1-3 
rkp -Gker _ 


@ = O 
act ko 
This is a trivial case since 
ah'=ab+&é S ac =@e ae 


represent another linear sweep of a different rate. 

The implications are that this method is inherently more accurate 
for larger values of phase angle, at least with this particular type of 
sweep distortion which seems the most likely. 

These same expressions can be used to estimate the probable measure- 
ment error due to observational error by setting 

Qh ’-abt k ae <= age 


giving 








ig kK Ir 
€= + i © (sex) a Tay 
This represents the most prevalent type of human error where the observer's 


measurements are consistently too large or too small. Since very linear 


Sweeps are possible in well made oscilloscopes, it is concluded that the 
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theoretical accuracy obtainable by the use of this method is of the order 


of magnitude 
EM 


<— a 
= ac +k 


If a 6 inch usable scope face and an observer error of plus or minus 
O.5 mm are chosen the error becomes 1.16 degrees maximum which is good 
enough for most work. Having the entire range of 0-360 displayed unam- 
biguously is also an advantage of this method. Obviously the larger the 
CRO the smaller the error. 

A variation of this basic method can be used with a time based sweep 
Single gun oscilloscope when provisions can be made to trigger the sweep 
externally. A typical method would be as follows: the reference signal 
is squared, differentiated and the negative peak clipped. The spike 
voltage thus obtained is used to trigger the sweep upon which the signal 
to be measured is displayed. By use of time markers or intercept measur- 
ing technique similar to that previously discribed, the phase difference 
may be determined. The obvious disadvantage of this method is that the 
trigger signal does not pass through an identical channel as the signal 
to be measured and is not of the same form; phase shift inherent in the 
CRO amplifiers may manifest itself as an apparent phase difference between 
the two signals, 

A third general approach to the display by CRO is by obtaining a 
circular trace which is then either Z—modulated or momentarily expanded to 
produce "spikes" as shown in Figure 6. The circular sweep may be obtained 


by splitting one of the signals in quadrature by an R-C network, or it 
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can be obtained externally. These methods may be found useful when there 
is the possibility of multiplying the frequency by a large factor thereby 
multiplying the phase difference by a like factor. 

An experimental device” developed to measure the index of refraction 
of air by measurement of the phase shift of an electro-magnectic wave 
passed through the medium is shown in Figure 7. This device uses Z=modu- 
lation of a CRO to indicate the shift. By frequency multiplication of 
187531 very small shifts can be measured. This large shift is also 
necessitated by the fact that the signal is applied directly to the Z 
amplifier as a sine wave and the modulated beam appears as an arc rather 
than a spot. 

Referring to the figure the signal source is a klystron operating 
in the region of 400 mes. Magic Tees A, B, and C distribute the r.f. 
energy through the three paths shown. The signal passing through the 
Sample of air under examination is retarded in some amount. The conti- 
nuously rotating mechanical phaseshifter is driven by a source synchro- 
nized to klystron. This continuous phase shift changes the frequency by 
slightly more than 100 cps, This shifted signal is used as a local 
oscillator to hetrodyne down both the reference signal and the signal to 
be examined for phase shift to a useable audio frequency. The two audio 
frequencies are multiplied and limited, then applied to the phase 
measuring circuit in this case a CRO. Crystal mixers are used in the 
hetrodyning process. 

This system is cited as a practical application of phase measuring 


technique, also because it illustrates the fact that phase difference can 
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be multiplied (or divided) by multiplying frequency, and that phase 
relationships remain invariant during heterodyning. The latter is not 
quite so obvious as the former. In the interest of complete treatment 
of the subject proof of this is shown in Appendix II. 

The implications of these two properties are thought to hold 
considerable importance to the problem of phase measurement. At the 
expense of suitable circuitry for frequency multiplication or division 
any degree of accuracy desired can be obtained, Also, when the space 
considerations predominate, a local oscillator and lumped constant 
discriminator may provide space savings over a microwave discriminator. 
In any event, it puts the upper limit of frequency for any satisfactory 
phase meter at that frequency which can be heterodyned into the useful 


range of the instrument. 
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CHAPTER III 
CONSIDERATIONS OF AN ELECTRONIC PHASEMETER 


As previously mentioned an electronic phasemeter may perform any or 
all of these three functions 1) phase shift of a predetermined amount 
in either or both channels, 2) removal of amplitude variations in the 
Signals, 3) discrimination of the phase to produce an analog output of 
current or voltage. 

1. Phase Shifting 

When the phase shift desired is 180 degrees it may be obtained at 
once by a vacuum tube inverter or by a transformer. When the shift 
desired is something other than 180 degrees complications arise. It 
is not hard to devise a circuit to create a continuously varying output 
phase, but these circuits generally have the unpleasant quality of a 
continuously varying output amplitude. The consideration of a passive, 
constant attenuation, broadband phase network has received considerable 
attention in recent years particularly in view of its applications to 
single sideband radio transmission, Because of its inherent importance 
to the problem of broadband phase measurement, it is not considered too 
much of a digression to treat these networks in some detail here. 

The first intensive treatment of such a network was made by Dome”. 
He proposed the half lattice R-C network illustrated in Figure 8, and 
developed the necessary relationships between circuit parameters. Des- 
cribed briefly the circuit exhibits a phase characteristic which is pro- 


portional to the logarithm of the signal frequency. When two of these 
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networks are used in conjunction the difference in the phase angles of 
their output voltages may be held constant over a considerable range 


of frequency. 


ia Inf #C 

De - [Inmet +C 

©, -B= In kf —-tuf 
=Ink 
= Constaqant 


(2-1) 
When using a pair of these networks to obtain a constant phase 
difference Dome proposed that at fo, the geometrical mean frequency of 
the required operating frequency band, the respective phase shifts of 
the two networks be 180 degrees plus or minus 45 degrees, assuming 
the phase constant to be 90 degrees for the purposes of illustration. 
A careful plot of the phase difference between the networks shows the 
maximum deviation from the required difference to occur near the upper 
and lower limits of the frequency band, Figure 9. Obviously if the 
maximum phase excursion is not qualified by a sense restriction there is 
no reason to restrict the phase difference error to zero at the mean 
frequency, Laden in an unpublished thesis at the U. S. Naval Postgraduate 
fee attacked the problem from the standpoint of the theory of a 
function of a real variable. By manipulation of the circuit equations 
he obtained the equation 
bata -90°- 2( bani" Zaitliee - Cai’ Bastien — 46° 
Ve (2-2) 
which bears a marked similarity to Dome's equation. By treating this 


function to produce a minimum maximum the following relationships between 
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circuit parameters are found to hold, 


don = {| oa Wag =h2 fe = { W (upper ¢) W (lower €.5 


_ { WO (upper) ~ 
p- (Seen w= h-g h= '/g 
“= V (pao Ltn +Ve'p —(p4+nI/, 


These relationships enable one at once to choose the optirum 
circuit parameters having decided upon the band width. 

An article by Luck which appeared at the same time gives a much 
Clearer picture of the problem since he arrives at exactly the same 
results as Laden with none of the ponderous mathematical treatment, 
Luck's results must be used in graphical form and do not provide an 
analytical expression for circuit parameters, Starting with the simple ~ 
L-C-R lattice of Figure 10 Luck developed an expression for the complex 
ratio of output to input voltage and used this expression as a basis of 


all subsequent development. The output voltage of the circuit of Figure 


10 is 
ey ha 


K+ jwh + '/jed 
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using the conventional expression for the quality of a circuit 


' om ee 
G > ws = Re (~, is resonant freq.) 


and dividing through by R and simplifying the resultant expression for 


voltage transfer becomes 
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To evaluate the phase angle between input and output voltages let 
CC eae = toemene 
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by substitution of this value into equation 2-~3it is seen that the phase 
angle between input and output is exactly g. 
Now if two of these simple lattices are constructed with different 


values for g the phase difference is ¥ = Go ~ $1. The expression for 





the tangent of the half angle a ’ ; f, . te / es 
rfo | eri z 
tan We = all An) 7 Ge - & te 
an "/¢ +Q?*(ch -£] fo e 
+ rfo r€ fo (O=1) 


At this point Luck ingeniously introduces four parameters 
1) Pita = tan Ven 
2) Q(r-+) Gare ae. 
3) Gt ~( oe Y cos(sec’ /e ©) 
4) teow /7G cosee mn =< tan V/z@ 
By substitution of these values and reduction of the resulting equations 
the very simple equation for the behavior of the phase difference network 
is obtained, 

tom awe sin © 

= ee Soc (2-5) 

Using this expression the family of curves shown in Figure 11 is 

obtained which bear resemblance to the familiar universal resonance curves 
for a simgle tuned coupled circuit. By inspection of these curves it is 
obvious that for a specified maximum of phase deviation from a given 
constant phase difference,, Q and r should be chosen to place the value of 
Yo at somewhat less than the phase constant and n somewhat more than 90. 


degrees in order to achieve optimum bandwidth. The parameters used by 


Dome in his development corresponds identically with Q in its conventional 
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Sense as used here. 

Luck further reduced a number of similar lattice structures to the 
basic circuit used in this development and these are illustrated in the 
appendix (Appendix II ). The fourth of these circuits is the one origi- 
nally proposed by Dome. In terms of Luck's analysis the conditions re- 
quired by Dome exist when 

U, a ey 
This network takes precedence over the others by virtue of the fact it 
can tolerate a load of resistive, capacitive, or inductive nature. 

From experience with practical uses of this network, the following 
comments are made about the basic design (see Figure 8): 

1) The tolerance of the two series arms are very critical; components 
used in these impedors should be of plus or minus 1%. 

2) The value of the resistance in the shunt arm is also critical, 
but for some reason the capacitance is not. This is very a since 
it permits feeding the output signal from the network directly into an 
amplifier stage. If a pentode amplifier is used the input capacitance 
may be quite large. In one particular instance the resistance R3 was 
62.5 k and C3 was made variable from 480-575 mmf. 

3) The equality of voltages in the phase splitter is not as cir- 
tical as might be expected. The plate and cathode load resistors can be 
made plus or minus 5% tolerance without undue error being noticed, 

The above observations are strictly of an experimental nature and no 
analytical explanation is offered, 

The R-C feedback amplifier can also be used to obtain a precise 


90 degree phase shift. While this device can be adjusted to give exactly 
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Fisure 13 
An R-C Fecdback Amplifier Precision Phesemeter 
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90 degrees of shift at some particular frequency, it is very frequency 
sensitive and cannot be used when the signal to be shifted is complex. 
This system is used in a certain highly precise phasemeter which, in 
view of its purchasers, has been used almost exclusively in the field of 
radio navigation, 19 
The manner in which the shift is obtained is by adjusting the 
feedback network to provide exactly unity gain. With this condition 
the phase shift of the amplifier is 90 degrees. To verify this state- 
ment consider a single, high gain vacuum tube amplifier, Figure 12, 


arranged as a general feed back circuit. Following the analysis of 


Seely, page 155 op. cit, the complete expression for the gain of the 





circuit is 
Be 2 Ee 
= =" { Bale, = Ae 21+ 65 «fl (2-6) 
A 2.5 K 


and if Zg can be taken as being very much greater than 21 


liste at ath 
ce ZK 


For a multistage amplifier very high voltage gains can be realized. The 
terms containing the factor 1/K can be assumed to vanish and the resultant 


expression for gain is 


a 
ku-- = 


When the gain is reduced to unity Zp equals 2, and the complex gain 


equation is 


Kv = Ifjwe = —_ ee .. = — [40° 
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showing that a phase shift of exactly 90 degrees is obtained. 

An interesting direct application of the R-C feedback amplifier 
in phase measurement was made by Raggazzini and Zadeh.t? A simplified 
diagram of their wideband audio phase meter is shown in Figure 13. The 
output of the phase shift amplifier is combined with the input voltage 
to give a resultant voltage which is directly related in phase to the 


mechanical angle of rotation of the precision resistance potentiometer R. 
E,cos wt +L Eten el Leas @t +") \= EX coset +6) (27) 


The application of this device is straightforward. With the 
calibrated phase shifter set at zero the uncalibrated phase shifter, 
which in this case is an R-C bridge, is adjusted to produce phase coin- 
cidence as indicated on the null indicating device. For null indication 
a CRO is used taking advantage of the expanded ellipse technique discussed 
in Appendix I. Switch S is then thrown to its alternate position and the 
calibrated phase shifter adjusted to regain the null condition. Since 
@ can be varied only+ 45 degrees by the precision potentiometer, addi- 
tional 45 degrees of phase shift must be adjudged by noting the slant 
of the elliptical pattern. 

This principle is utilized in the precision phase shifter referred 
to earlier with the following refinements: 

1) A low level wattmeter is used to resolve ambiguity about 180 
degrees giving the instrument an effective range from zero to 360 degrees 
phase shift. 

2) A diode bridge is used as an indicating device instead of a ORO. 
2. Wave Squaring and Limiting Circuits 

Phase discriminators are normally amplitude sensitive, and it 
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becomes necessary to remove amplitude variations in the reference and 
compared signal prior to discrimination. Possible circuits for signal 
limiting include diode clippers, multigrid tubes with either or both 
saturation and grid circuit limiting, pentode-diode combinations, 
synchronized multivibrators, etc. The most widely used limiter circuit 
has been a pentode amplifier operated in the region of saturation, a 
circuit generally associated with FM receivers, Figure 14. 

When identical limited waves must be produced in two channels operat-— 
ing conditions of the two limiter circuits must be very carefully controlled 
least dissymmetry be produced. This will result in an apparent phase 
difference out of the discriminator. Consider the condition illustrated 
in Figure 15; in this case a summing type of phase discriminator will 
produce a phase difference voltage directly proportional to the degree 
of dissymmetry. 

A limiting circuit satisfactory up to several hundred kilocycles 
which is substantially independent of circuit and tube tolerances and 
changes is the cathode coupled clipper6, Figure 16. This very useful 
circuit should be considered anytime an audio limiting circuit is needed, 
Because of the importance of a satisfactory limiting circuit, not only 
in connection with phase measurement but as applied to speech handling 
equipment such as compressors and companders, this circuit is considered 
in detail in Appendix III. 

Certain design considerations must be taken into account in the 


application of this circuit. When the signal levels obtainable are low 
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it may be decided to sacrifice some of the clipping performance to obtain 
low level amplification in cascaded clipper stages. Clipping performance 
at high signal levels is not much affected by this. The value of the 

plate load resistor is a function of the upper signal frequency to be 
handled, and the output will be largely determined by the permissible 
clipper tube current. Figure 17 shows a typical set of performance curves 
for a clipper circuit using a 10k plate load resistor corresponding roughly 
to a upper frequency limit of 200 kes, 

3. Phase Discriminators 

The discriminator is actually a specialized member of the large 
family of circuits which are phase selective. The discriminator owes its 
position of relative importance to the fact that it is able to tell both 
phase reversal and magnitude of actual phase shift. Discriminators can 
be classified generally as belonging to one of two groups 1) wave summing 
circuits and 2) phase sensitive rectifiers. Both of these types dis- 
criminate by adding the signals, the sum or difference of the signals to 
one of the basic difference between the two is the sense in which the 
addition is performed. 

In the nature of an introduction to the subject assume that the two 
Signals to be compared are sinusoidal and that the discrimination is to be 
performed by adding the sum of the signals to the difference. This is 
the method employed by the well known Foster-Seely discriminator circuit 
and the power frequency phase sensitive rectifier widely used in servo 
systems, 
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Clearly the sum or difference of the two signals will vary as the 
amplitude of either one is varied, hence to render the output of the 


discriminator amplitude insensitive impose the condition that Vj equal 


V2. 
Adding the two signals and reducing by trigonometric means, 
vi tye = Viesin Wt) + sia (ut 16) 
- VL om {(wt+B)- 9 4 sy {we +E) + £5] 
= V [sin (wt +4) cos $ - cos(ut+S) ang 
+ Cos(we +h )sin @ + Sim(ut+@) cos? 
=2V cos¥ Si (ut +2) (2-8) 
Similarly 
yao. 277 sink colt (2-9) 


Now if a phase difference of 90 degrees is inserted in series with V2 


prior to addition and subtraction 


' Om i 
Vy2V,4vz = 2V cos( PH) sin (ut +444) — 


r a © a 
ay, > - 2a HW) cos (ut +$ +0) (2-11) 


Discounting the time varying term and considering Vs plus Vd as a possible 
measure of the phase relationship, Figure 18, it is observed that Vs 

plus Vd is a sinusoidal function having its minimum value for @ equal zero. 
Identical results can be arrived at by assuming the 90 degree phase shift 
in series with Vl. Since Vs plus Vd without the shift is a maximum for 


equal zero, the 90 degree shift provides for a function which has its 


maximum rate of change at the condition of phase coincidence, a desirable 
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Figure 20 


the Diode Pridse or Ring Modulator 
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A Vacuum Tube Cipecuit Having Properties Similar to the 
Diode Bridge 
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feature. 

The well known Foster Seely discriminator is illustrated in Figure 
19. The peak amplitudes of V2 and V1/2 are added and subtracted then the 
sum and differences detected and added together in the output of the circuit. 
If V2 is not equal to Vl this output varies from a sinusoidal and 
approaches linearity for V2 equal V1/2. 

The diode bridge, or ring nce eT, is probably the most sensitive 
discriminator circuit. Objectionable features are that it must be 
transformer fed and that the diodes must fairly well matched. When the 
phase of one signal is first shifted 90 degrees this type of discriminator 
can give an unambiguous output from plus or minus 90 degrees of phase 
shift, Figure 20. To verify this statement consider that the indicating 
device is a center scale, average reading milliammeter, and that the signal 
sources are in phase. By tracing out the current flow it is seen that its 
direction through the meter is always in one direction only giving maximum 
deflection in one direction. At 90 degrees of phase difference the 
average current through the meter is zero, and at 180 degrees the current 
is maximum in the reverse direction. Furthermore, if the signal waveforms 
are square and of equal amplitude the average current is a linear function 
of the phase difference. 

In the use of this circuit damping resistors across the transformer 
secondaries are a necessity, They should be of small tolerance. Trouble 
may also be encountered in dissimilarity of the diodes in which case 
precision resistors across the diodes to degenerate the discrepancies in 


back resistance may prove helpful. Useful information as to the details 
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of diode selection and procedure in system application of this circuit 
is to be found in literature on speech equipment used for telephone and 
Single sideband radio transmission. 

The transformer required is an expensive item since it must neces-~ 
sarily have a fairly (minus 3 db.) flat response. If, for example, the 
Signal sources were square waves of frequency from 30 to 10,000 cycles 
the — would have to be flat from 3 cycles to 100 kes. 

For direct addition of signal voltages the basic vacuum tube circuit 
is a common plate or common cathode summing chain. To a first approxi- 


mation which is sufficiently accurate for most engineering applications 


e . 
aot 3 See [Gue) mt+to _ sum . “eee 
(Plate) Re ) Sn - a Te ee ) S Suma acs (2-12) 
“1 a) 
and 
E 4 _ Pen MES pe yy Se 
(Cathode) <o e : Casi Yp + Ye = (Su We Den (2-13) 


When two sinusoidal voltages of the same frequency are added the resultant 
is another sinusoidal of the same frequency and of amplitude determined by 
the relative amplitudes and phases of the two signal voltages. If the 
amplitudes can be held invariant, the output sum voltage becomes a measure 
of the relative phase. A phasemeter employing this principle of discrimi- 
nation will, in the absence of any other operations performed, have an 
output which is sinusoidal and of zero magnitude when the phase difference 
is 180 degrees. Maximum output and minimum sensitivity to phase difference 
occurs at phase coincidence which is considered to be undesirable since, 


a priori, it would seem the most important observation to be made is of 
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the similarity of two characteristics rather than the dissimilarity. 
Florman's phase meter? employs this method together with the basic 
principle of the Technology Institute Phasemeter to resolve ambiguity 
about 90 and 270 degrees. This last instrument is possibly the only 
truly portable instrument in anything resembling common use today and 
employs a unique principle worthy of some discussion. 
The Technology Institute Phasemeter” can be thought of as a 
summing device in that it adds the on-time of a bistable circuit to the 
off-time, The reference and measured signals are run through a series of 
amplifiers and cathode coupled clipper circuits to provide an essentially 
square wave. These signals are differentiated and the resulting voltage 
pulses used to trigger an Eccles—Jordan circuit from one state to the 
other. The indicating device is an average reading milliammeter inserted 
in the cathode circuit of one on the tubes in the Eccles—Jordan circuit. 
Provision must be made to insure that the bi-stable circuit will return 
to one particular condition in the absence of signals. This principle 
is illustrated in Figure 2l. 


8 gets around the 180 degree 


The phasemeter of Krause and Watson 
null condition by use of a cathode follower in one channel to insert an 
additional 180 degree shift. The effect on the summing amplifier of 
amplitude changes due to insertion of this cathode follower is open to 
conjecture . 

The very useful circuit of Figure<0 can provide an output which 
is a linear function of phase difference of the input signals when these 


Signals are square waves. This makes the circuit posses identical 


performance characteristics as the diode bridge for similar signal 
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Figure 22 
Some Typical Summing Amplifiers 
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sources, This is accomplished by choosing the cathode resistor to be 
of such magnitude as to degenerate the gain of each section to one half 
value when signals are applied to both grids. 

A large number of practical summing amplifiers are currently in use. 
Several particular circuit configurations are shown in Figure 22 for 
purposes of illustration. In each case the essential difference is only 
in the metering circuit, a basic common plate or common cathode summing 
Chain being used for addition of signal voltages. 

The first cireuit employs full wave rectification and a push-pull 
triode amplifier to isolate the meter circuit from the summing circuit 
and amplify the output of the summing amplifier. The second circuit uses 
a cathode follower in the conventional manner to isolate the metering 
circuit. In the third circuit the metering cathode follower is normally 
cut off. With the application of signal voltages decrease in current 
through the cathode summing resistor permits current to flow in pulses 
through the metering circuit. Positive feedback in the second section 
of the metering tube insures rapid conformance of the metering circuit 
to changes in signal phase, 

If the signal amplitudes are large enough to cut off a dual control 
tube such as a 6AS6 or 6BN6 the tube can be used as a summing amplifier 
type discriminator directly. A milliammeter in the plate circuit or 
voltmeter across the plate load serves as an indicator, Figure 23. For 
large grid signals these tubes are saturated and cut off rapidly by the 
Signals at either grid and the plate wave form is essentially that shown 
for Figure 20. The big problem is to feed large signals into the grids 


of these tubes without getting into trouble with grid current. If the 
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Signals are fed in through an R-C coupling circuit signal bias is built up. 
Cathode follower or transformer coupling is to be preferred. Also this 
trouble could be circumvented if the grid signals were square in from at 
the onset. In this manner the tube could be rapidly cut on and off with- 


out grid current flowing. 


CHAPTER IV 


STANDARDS FOR PHASE MEASUREMENT AND CALIBRATION 


No primary standard for phase measurement is available. That is it 
is not possible to relate the property to any of the canoniacal qualtities 
directly such as current measurement by Faraday's electrolysis method or 
voltage measurement by standard Weston cell. This would seem to follow 
from the fact that while it is possible to note the passage of time in a 
very accurate manner it is not possible to advance or retard time by an 
arbitrary amount, 

Two highly precise secondary standards will be discussed. They are 
1) an artificial transmission line which can be accurately calibrated 
at one or more frequencies for use at any frequency within the limits of 
its construction and 2) a phase shifter of the goniometer type which 
can be made highly accurate for one given frequency. It is felt that 
these two could satisfy any need for a phase standard that might arise. 
1. A Lag-line Standard. 

A simple lumped constant multi-section transmission line can be 
built to any electrical length desired. As an arbitrary criterion say 
the line is to be 360 electrical degrees long at the lowest frequency 
to be encountered, The line is a multisection, constant-k filter which 


obeys the well known laws for a network of this type. 


7 = 2c" a ve J + pcatorr) ae 
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A jig and CRO arrangement described in Appendix I can be used to 


assure that the sections are identical, 
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Once the line has been constructed it is only necessary to cali- 
brate its electrical length by use of a CRO and signal generator. (Figure 24) 
A calibration chart is then constructed for use in the frequency range 
using as one argument a "base" frequency at which the electrical length 
is an imtegral multiple of 77 radians, The phase lag is then simply 


related to the base frequency by the equation 
Os -f Oo al ——— lt (3-1) 

A typical curve for a 20 kes standard line having an electrical 
length of 360 degrees is shown in Figure 25, 

The recommended construction of this line is with use of inductances 
of litz wire over powdered iron torroidal cores and silver mica condensors,19 
2. A Goniometer Phase Standard 

An extremely accurate phase standard of the goniometer type can be 
constructed. This method of phase control is well known and one of its 
most important uses which comes to mind is in the Meacham range unit 
widely used in radar. However, the goniometer capacitor used in the 
Meacham unit is expensive and since the principle can be adapted to use 
with either resistance or inductive elements a resistance goniometer~- 
would seem to be more attractive for most engineering uses, Figure 26. 

There is an inherent error in this device due to the fact that there 
is a circulating current in the resistance elements of a round potentio-— 
meter and an additional current in the slider circuit. If the slider 


current can be neglected the phase angle error can be obtained by graphi- 


cal solution of the equation 
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Tr 


e (Y)= Jasin (wt + nt) — el sin(wl) ~X-(Sin&t)— cots] 

(3-2) 
where x is the distance along the potentiometer from a tap and 1 is the 
distance between two taps. A curve of phase error versus mechanical angle 
@ is shown in Figure 27. This error can be reduced to a very small amount 
by appropriate frequency division. 

It may be shown that if the potentiometer is made square and if the 
slider still moves in an are the error becomes zero. 

The idea of a resistance goniometer is encouraged by the fact that 
there are commercially available very accurate multiturn, linear potentio- 
meter (Helipots). Unfortunately most of these potentiometers have 
characteristics resembling transmission lines at frequencies above power 
frequencies and the resistance looking back from the taps should be as 
high as possible to avoid reflections and discontinuities on this equi- 
valent line. No theoretical analysis is possible becuase the exact 
equivalent circuit of the multiturn potentiometer is not known to a 
sufficiently accurate degree at high frequencies, 

Inductance goniometers are also used in a number of applications, 
notably in radio direction finding equipment. The general development 
of their circuit follows the same line of reasoning as the resistance 
goniometer and the capacitance goniometer to be discussed later, If a 
choice is possible, the capacitance goniometer is to be preferred since 
the coupling coefficients of the coils cannot be maintained with the 


tolerances possible in the capacitance device. 
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The capacitance goniometer has had notable success in radar and 
omnirange beacon circuits, however, the precision capacitor is an 
expensive item. In the figure 28 the capacitance of the individual sec~ 
tions is 

KA _ KAA *Area(Aw) 1 ke Covel) ¥ A Corel) 

Ge ie °° ae z (33) 

The dielectric constant is made to vary sinusoidally with the angle 
of mechanical rotation @ , that is 

CGection) = Co tC, 310 
Then by writing the sums of the branch currents as the current through 


the load impedance and solving for the output voltage, it is seen that 





QE sin (ut+0) 4D.¢. Tern, (32 


e Cout) = X Gu) 


The electrical phase angle of the output signal has been made to vary 


directly as the mechanical angle. 
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CHAPTER V 


CONCLUSIONS 


The problem of phase measurement and control is of great importance 
to the armed forces and industry alike. A great deal of work has been 
done and much is now going on, a large portion of which must be assumed 
to be guarded by classification, Ultimately the quality of phase may 
assume the same importance in the 9 Pen mer field as is now held by 
frequency. To this end and solely on the basis of the general unclassi- 
fied matter presented in this paper the following conclusions are drawn. 

1) There exists a need for a broad and phase shift network which 
is not as critically dependent upon component values as those presently 
available. 

2) The range of frequencies of the existing phase shift networks 
should be extended, 

3) A precision phase shifter which is frequency insensitive would 
be the ideal method to employ in the measurement of phase. In this way 
every value of shift could be obtained by the null method which is 
inherently the most accurate means of electrical measurement available, 

4) <A theoretical study as to whether phase discrimination is most 
accurately and economically done at microwave frequencies with magic 
T's and rat-races or at some intermediate freauency after heterodyning 
might be useful. 

5) A reliable commercial phase meter with an accuracy of plus or 
minus ] degree and a range of 0.1 to 1000 kilocycles obtained with a 


reasonable number of controls should prove a marketable item. 
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6) It seems unlikely any new circuits or techniques for the measure- 
ment or control of phase will be forthcoming, Any improvement must be 
by refinement of existing circuitry or different application of existing 
techniques, 

7) As a precision broadband phase measuring device the instrument 
outlined in Figure 29 is suggested. Quardrature voltages for a precision 
goniometer of either the resistance or capacitance type are obtained from 
broadband phase shift networks, The goniometer is used to insert a pre- 
cision phase shift in series with one of the signals to be compared to 
bring about phase coincidence. The phase null indicator is a diode 
bridge circuit since this circuit will suitable as a phase null indicator 
with complex waveforms. Amplitude variations are removed by a series of 


clipper circuits. 
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APPENDIX I 


A Precision Measurement of Phase Coincidence Using a Cathode Ray 
Oscilloscope 

This method of obtaining precise measurements around phase coinci- 
dence is a from a method of production testing in use by a large 
electronics concern. Because of the numerous incidences encountered in 
collecting the bibliographical material for this thesis where this 
method has been used as a laboratory procedure it is considered sufficient- 
ly important to be included as an appendix. 

Given the problem of measuring the exact condition of phase coin- 
cidence or slight errors therefrom: 

1. A CRO is reworked to provide a high degree of linearity and 
Similarity in its deflection amplifiers as evidenced by standard tests 
performed on these amplifiers. 

2. The two signals to be compared in phase are applied to the 
vertical and horizontal deflection amplifiers respectively producing 
the straight line pattern characteristic of this condition, 

3. The signal levels are recorded and each increased by a like 
factor, This puts the pattern off the scope face, but considering the 
deflection to be still linear the maximum trace excursion can still be 
considered a being the original excursion multiplied by the voltage factor. 

4. Small vertical and horizontal intercepts indicating departures 


from phase coincidence previously not observable can now be measured, 


if 
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APPaNDIX ITI 


Phase Invariance During the Heterodyning Process 


For the general case of plate current as a function of grid voltage 
C = qm (25 ta ee) ge (e + Ge). \Gm —~( 8 +@0)"+ *& ete 
a Ae? BM 3e5 S07 35 sim 3I 


If. © can be described as having a constant relationship to which 
amounts to saying may yu remains constant the expression becomes 

Gige= gmkeq + get ka 0.4 + ne ba 
and the variation of with is normally sufficiently small to 
make the larger power terms vanishingly small. This expression shows that 
there is a value of plate current which is proportional to the square 
of the grid voltage. Square law conversion, as it is called, is more 
efficiently accomplished by choosing proper circuit parameters to produce 7 


a parabolic transfer characteristic from which the expression for plate 


current become directly 


lp = a Cg 


By applying the usual trignometric reduction formulas to 


(p= al Fj cos (wet + d) + Ocos (wot) { UW. 7 Wo 


an expression for the different frequency components is obtained 
ce @ 
Lo = aut - al cos ZC wet +d) 4+Z alll cos (wet 46+ Wot) 
2 
+ 7 aliB (wet +B- aot) + ab cos (Z web) a a B° 
2 rd Z. 
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If sufficiently selective circuits are postulated to remove the unwanted 


frequency components, the desired intermediate frequency is 


aAo cos [ ( we-wo)t +B] 


In the general conversion case where the two signals may be coupled 
in the electron beam it is customary to postulate that the local oscilla- 
tor amplitude is very much greater than the signal amplitude and that the 
tube transconductance becomes a periodically varying function of the local 
oscillator signal amplitude. By expressing transconductance as a 


Fourier Series 


—_ 


qm = S ORO O eee IM 7 COS Gaon, Si nas 


and the a-c plate current due to the signal voltage is 


€ jo = qa K sig COS (wt ¥P) 


Again removing all unwanted higher and lower frequency terms by use of 


selective circuits the desired intermediate frequency becomes 


(p= b, Fsig eos ( wm +o) Cos wet 


. b, Kise ES Cosl (We -cwo)b +F \t ----- 
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APPENDIX III 
Analysis of the Cathode Coupled Clipper Circuit 


This circuit is illustrated in Figure 16. Complete development 
of this circuit was originally done as a government sponsored research 
project and is completely discussed in reference © . Only the portions 
of that article describing the action of the basic circuit as a clipper 
are treated here. The concept of negative resistance is analogous to 
positive feedback and, as might be suspected when the concept is evolved 
out of gain considerations, positive feedback can affect the operation 
as a clipper. The effects of this type of feedback are treated in the 
original article, 

It is often the practice in the use of this circuit to cascade 
several slipping stages, perhaps with interspersed amplification stages, 
when the available signal is very low and very steep wave fronts are 
desired. In this case any additional gain available in the clipper 
stages can be used. To this end the balance of this appendix is devoted. 

The circuit can be thought of as a cathode follower, the output of 
which drives a plate load triode amplifier by grid injection. The first 
stage is cut off by n@gative gird signal. Since the grid of the triode 
amplifier is at a.c. ground and fixed d.c. potential a positive going grid 
Signal soon raises the cathode voltage and the second tube is cut off. For 
negative going grid signal the second tube hastens the time of cut off 


by tending to keep the common cathode at a high potential. 
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If the upper and lower voltage excursions are designated e (+) and 
e (-) the following relationships can be developed for the clipped wave, 
Figure 16, 
Tew a-p -T- /f > pattifeee 


e (+\ ~~ ee spe sim wt = Loo sms ost ¢, <t<t, 


Therefore in the time interval a~b the instantaneous voltage is, since 
the sine of the angle is practically equal to the angle 


CCA) = Fsm wt +£cc, e(-) = ~-Ksm wt +E£cec, 


) 
Qa ae- e(-y- sn (t=é,9 w= Es bw 


% Kise Time = € /+ x/0O 4 € = e(t)-eC-) 
Y oT Oe 
e(+) -e(-) 
sin W x/00 = GSE) ori 
LT fw ZIT ksi, 


The smaller the rise time the less the possibilities dissymmetry. 
4 
If a tube parameter 44 which is defined as the ratio of plate voltage 
to grid voltage at plate cut off is introduced the values of e (+) and 


e.ae. (5 ae + £ bb (usu) 


AA 
Wem icc. - Ebr « a) 
eC (-) Cc — 


e (-) become 


The figure of merit of this circuit is the "input ratio", This is 
the ratio of the maximum grid to ground signal which may be applied 
without causing grid current to flow to the minimum grid to ground signal 


at which clipping just begins, 
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SS, Pg 
Input Ratio (L.R.) Cran ~E Ce, = 


e Cr) ~= cc, €(+r)-k£ ce, 
s BALL” Ebb ke + =e - ko Ee | 
Lon (4) Re+ rp (Ze 


[=o 1s Out put am fo litude (peak)] 


The characteristics of the next stage determine the amplitude of 
the permissible signal which may be applied, that is the clipper output 
pulse. The total input-output capacity and the frequency requirements 
determine the size of the plate resistor in the manner of any other RC 
amplifier. With Re and Eo fixed the expression for Input Ratio is 
maximized to give the following values for Rk and Eecl 2. The two grid 
biases are chosen to be equal to prevent phase dissymmetry distortion 


discussed in the text. 


KR = \ Fes Reve —- Vp 





“Zo 
Zee. Ss Lecz — Ebb ko yp _ L£ bh <a em rp 
Ke. LY . Re 


The relationship of the input ration to the rise time is 


Rise time (%) = Or) =e G) x i090 


2 aah, 
Since ec~) = 2ick¢c ~e(+) 
a Zein-2e ech = eon 
ns le "CUE Ete 


= 00 a 


Which indicates that for optimum clipper action with minimum rise 
time maximum input ratio should be used, 


The problem is now to reconcile performance as a clipper with best 
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performance as a linear amplifier. The Taylor series expansion for the 


incremental plate current is 
3 
en) 4 12 £p)* + 1 40 (e,. Ge)" 
Cfo = g m(e5 +22) + J oes (e5+ ee) a} 9 (e5-2 


and to a first approximation 


6 Cb 
b-p—= Gm €5 * bes 


The following relationships can be developed. 


i. Ses Esin wt ~@k 
2. ex = (cys. + Cpe) Re 
Bie Ce, = ~€k 


he tpi = Ea + Sb = Gmecr - ip. a Re 

De Le = Gum Cc. + See = "Gml ce ss cited ee C Px Ke 
ry 

6, Cout) = Cpr 


Solving for the plate currents and output voltage 


Ll Cyr = w Esin use = Gn kK (Uy. +¢pz) a (< pi*pe) Ke 
nad Cpr = ~ Im Er (Cpr +epe) — Cc me sg _ re ste 


Eliminating ip; and ips between these nae the expression for 


gain is obtained as a function only of the circuit parameters. 
( ia E«lyp) cp, at (Gm Re + ee Oe = Gm E Sin Dre 
( ae ign + Ee lrp i pe +( 1+ 4 mE + Eefep) (pe = O 
: [ gw Esinut (guik + Re Irs) | 
Pe [| +GuKu + Ex/,|) 1+ Grit + Re/rp | = [Gu Re +R fy, |* 


gout ,_ amt eee 4 I Re 
1=(s nwt) | es “4 (Zu +t) Re ry + (e+ JEL bc = (ct) Rui 4 pRe] 
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Le (3. + Ec) + (2 7) kere + (1c+1) Re ke — (ne) Ea 


Beat! = Ke ; tix +1 = Arr 


te At Kk Ke 
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If an attempt is made to maximize this gain expression for Rk 


{Cl a9 + 2 Rierp 1k efx Ref ~ Kx] Zrps ke-Z kx | 








a. wee aa 
do Re ar 
eae + Reta Ry, S45 . 


The expression could also be made to hold for a negative value for 
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Figure 350 
Reduction of Several Phase Shift Metworks 
to Basic Forn 
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APPENDIX V 


Precision Capacitance Goniometer 


The physical configuration of this device and its equivalent circuit 
are shown in Figure 28. 


Writing the expression for the output current 


, e ,-e 
Cout = € = 


Ce ©.-e€ 
a Gasser ey nonce Caac 
= baa t/ jw '/jwCle (/jwls = Ly ly 


The expression for the brance currents reduce to 


C/iwz a Cre. + CeGe +@€ Ce +e Cz ~@ (.+@ «C,¢,) 


Een watetiGe 7 O,. cos ©) 


Ce Sino. ~ _— [sin lw G46) 4 Cos (t- ef 


oe Cz? - nile cosut i ules f Silat +6) ~coslut-ay 

Games = ees Saint + FnCw { Sin (ut +9) + din lub Oh 
¢ 

ey Cy = aes omer t te Henle f sin ltr) — sin (wt -A)t 
z 

€ / wz = |f6 eae... Sul eS ye 


Therefore the voltage across the load becomes 
C= 


an ae 2 eX (8 J tn Cut *e)} 
o~*y 
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